-\ MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
L STATE PUBLIC HEALTH LABORATORY
[RECEIVED ]
5

214 BREATH ALCOHOL PROGRAM
T INTOX DMT MAINTENANCE REPORT
Complete this report at the lime of the regular monthly preventive maintenance check {not to exceed 35 days).

Complete this report whenever the instrument is serviced or repaired and whenever it s placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS,

By Carol Day at 8:29 am, Mar 17, 201

IRTOX BMT 5H HAME CF AGENCY DATE OF INSPECTION
500124 Missouri State Highway Patrol 03/03/2015
LCCATION OF (NSTRUMENT (STREET AND GITY TINME OF INSPECTICH

Audrain Co SO, 1100 Littleby Rd., Mexico 17:17.08

CHECKLIST: Place a mark in the box by each item if found to be salisfactory or is operating within established limits. (Write in observed
values where determined). Unmarked ltems must be corrected before using instrument.

DIAGNOSTIC RECORD

DATE AND TIME _03/03/2015 17;17.08 DETECTOR

PROGRAM Kl FILTER1

Xl SAMPLE CHAMBER_48.7°C Kl FILTER 2

] BREATH TUBE_44.8°C Kl FILTER 3

Kl PUMP ] INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS

£] SIMULATOR STANDARD X] COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER INTOXIMETERS LOT #_AG418802 EXP. BATE _Q7/08/2016
[J SIMULATOR TEMP (34°C £ 0.2°C) !SIMULATOR SN SIMULATOR EXP DATE

Kl CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANGE REPORT)
Run three tests using a standard. All three tests must be within 5% of the standard value and must have a spread

of .005 or fess. Mark the box corresponding to the standard being used.
Bl 0.10% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE

[1 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

[J 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1: 0.098 TEST 2: 0.097 TEST 3 0.097

Bl PERFORM R.F.. TEST

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
REFUSALS: 0 0-.04: 27 | 05-09: 0 [10-14:0 [15-19: 1 [over 19:0

LiST AMY NEVW PARTS AND OESCRIBE ANY ALTERADON CR MODIFICATION THAT YWAS MADE TO RESTCHE THE INSTRUIENT TO GRERATE SATISFACTGRILY AND WITHIN
ESTABLISHED LINITS (USE QTHER SIDE li: NECESSARY)

During previous maintenance test interference was detecled during Test #1 of the external standard. Dry gas cylinder was removed, inspected, and reinserted.

Instrument meels all MSHP/DoKSS Specs.

SHINATURE PRINT FULL NAME

/Zd e AUSTIN B KINGS
TYPE I PERKIY HUMBER EXPIRATION DATE TELEFHONE RUMBER
230326 1212312015 573-751-1000
RETURN COMPLETED REPCRT TO THE Breath Alcohol Program, MO Department of Health and Senior Sefvices
Southeast District Office
2875 James Bivd, Poplar Bluff, MO 63901
&3 5402898 {3.13) AN ECUAL ORPCRTUMITYAFFIRMATIVE ACT:ON EMPLOYER LAB-I55

senvces provided en o nondisehininalony basis



Customer Name
Intoximeters, inc.
2081 Craig Road
St Louis, Mo 63146

Exp. Dafe
8-Jut-20186

Airgas USA LLC (LAB)
3500 Bernard Strest

Sl Louis, Me. 83103
Ph: (314) 533-3100
Fax: (314) 533-7328

Certificate of Analysis

Cyl Type
108

Component
Ethanol

Nitrogen

Certification Traceable to N.1.S.T. RGM Ethanol Standards:

Serial No,

EB0010581
EBDO10570
£B0010285
EB0010561
EB0010681

Analytical Method:

Concentration

391.8 ppm
259.8 ppm
209.0 ppm
103.7 ppm
52.22 ppm

NDIR

Digilaliy signed by Quality Control
Date: 2014.07.08 16:23:67 -05:00

Reason: Dry gas standard cedificalion of analysis

Location: Altgas USA LLC (Lab)

Anajyst:

Lot # AG418902

Serial No,

EB0010603
EB0010559
EB0010595
EB0010562
EBOC10579

TJest Date: 8-Jul-2014

Certlified Concentration
0.100 * 2% BrAC (260 ppm)
Balance

Concentration
392.5 ppm
258.9 ppm
208.9 ppm
104.9 ppim
52,94 ppm

ok, Hlovsetn

Rod Marsala

ISC 17025:2005 A2LA accredited. Certificate Number 2989.01
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STATE OF MISSOQURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE Il

AUSTIN B KINGS

is hareby authorized 1o instruct and supervise operators, Irain instruclors, inspect, calibrate, perform fisld service and repairs,
and operale the following breath analyzer(s):

DATAMASTER, INTOX DMT

lor the delermination of the alcoholic content of biood from a sample of expired air. Permil issued under the provisions of sactions
577.020 through 577.041, RSMo and 308.111 through 306.119 RSMo.

T T

{Ase Nl e e
DIREGTOR OF STATE PUBLIG HEALTH LABORATORY |

NUMBER 230326 . - ‘%QQ \JQ‘OQL'\QT’
EXPIRES 12232005 .. — N

R0 R0 8771 (6-50)

DATE _ 127232043 . —

. . = yacting divecior
DIRECTOR OF DEPARTMENT OF HEALTH AND SENIOR SERVIGES
LAB-§ {115-50)

STATE OF MISSOURI
DEPARTMENT GF HEALTH AND SENIOR SERVICES
) BREATH ALCOHOL PROGRAM

Thao named cargtiolder s sulborized 1o operote an avidartisd broath ateohol
instrument for the detarmination of tha eleokole cantent in breath form of expited ak,

- R

Operater  KINGS, AUSTIN
Permit No 230326
Dato Issued 12:23f2013  Date Expires 12/23/2015




